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ABSTRACT 


An experimental study of a new series of Solid State 
image sensor arrays was conducted, operating in a photon flux 
integration mode. The operation of a P-N junction photodiode 
is analyzed, and boundary conditions to operate the device 
are presented. The origin of the switching noise as the pre- 
dominant noise source is verified. Some applications are 


developed. 








II. 


INI, 


IV. 


TABLE OF CONTENTS 


INTRODUCTION. se s- PE Sc Se eee 
A. T CGENERAL. n 575 0 C NOR Suede OU US 
AAA RERADION 3.2... coo. ........... 


DETAILED STUDY OF THE novae TE 


EM IE SCHEARCEZSITORAGE MODE +. .<c..o. 0. ....... IU 
lE Axcsunothe Dark. ossea sooo ROUES e a k 
w Ta ating the Array. ...sssessssesos eoo 
A Samp Lng Time.. sess ceses ressos seseo 
R anna LLM. ..s sce cece ecves eserves 
BEE ie DA OPERATION, ...cc cece ec BELL e 
l. Dummy and Photodiodes....... Wer RE 
CS Regi Ster Scanning Crircuit......... 
3. The Two-Phase Dynamic Shift Register.... 
A SS pe carol Response... ..J. oc. ....«......». 
SUD gisele elec cece cee eee ce eee eee ester 
Peni Pate nN CLOCK PULSES.................. 
Pe SEART AND VEDEO PULSES .... cc ecccc ne vcces 
C. COMPARISON OF THEORETICAL AND EXPERIMENTAL 
Sete euere nenne ee 
DA TERNS TACE e ersero oneee T T 
AIRE DLE Se RENAL, AMBDBIEPER.........-9 cnt ng 
Bo PRACTICAL RESULTS AND CONSTITDERATIONS........ 


le 
TL 
11 
13 
L3 
15 
12 
20 
22 
23 
25 
27 
27 


28 


Bil 
25 
>> 


39 





Page 


SOME NASPECTS OE NOISE IN THE DEVICE.....o.o.o.». 42 
DAR RES EOS eiee. os os iii O T. 42 

l. Effect of the Two Rows of Diodes....... 43 

2. The Dark Response Components........... 43 

Se Una LO MIE. 9 IT v. 45 

NAS OME APPLICATIONS OF THE DEVICE........ T C ERE. 49 


A. AS A COMPUTER INTERFACE TO READ HAND- 


NEETENGICHARACTE RS e... . «os... .....«...o...».» 49 

ER READING THE ULP. C. m.s- corer cece ences ee 53 

C. AS A SENSOR FOR A TELEVISION CAMERA TUBE... 55 

Wise,  CEONCLUSION. .. >, +... Eu c... 58 
MOE REFERENCES..... ee een O sisse s ee 6 ... 59 
MENADE DESTRIBUTEON List... cece ce tec cee esse cose nese 60 





ACKNOWLEDGMENTS 


I would like to acknowledge Professor E. C. Crittenden 
for his help, patience, and assistance in the preparation of 
this report. I would also like to thank him, as well as 
Professor A. Cooper who reviewed the final manuscript, and 
provided many helpful suggestions. Finally, having produced 
this report, I understand why other authors always thank their 
spouses. It is they who must put up with the greatest amount 


of hassle. Thank you dear wife, you are great: 











I.  TNERODUCTION 


A. GENERAL 


Advances in the fabrication of photosensitive elements 
and integrated circuits have led to significant progress in 
the development of self-scanned image sensors, which produce 
a video signal without the help of an electron beam. Such a 


system is shown in Figure l. 


HORIZONTAL SCAN REGISTER 
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Figure 1 


It consists of an array of photosensitive elements, each lo- 
cated at the intersection of mutually perpendicular address 
strips which are connected to scan generators and video cou- 
pling circuits. The application of sequential scan pulses to 
the address strips permits an image to be scanned and a video 
Signal to be produced, similar to that generated by a televi- 
sion camera tube. To obtain image SEI comparable to broad- 
cast television, however, the array must contain thousands of 


picture elements. More recently other types of device have 








appeared-C.C.D.'s - that perhaps in the future can replace 
camera tubes for most of the applications. Immediate applica- 
tions of solid state line scanners are character-recognition 
optical readers for computers or aides for the blind. 

In particular the device used in this research is well 
suited for optical character recognition (O.C.R.). 

Although still exceeding camera tubes in cost, solid 
state sensors offer significant advantages which are of inter- 
est to potential users. Digital scanning provides a geometric 
accuracy of»^scan and a versatility of addressing not possible 
with electron beams. The much greater compactness of a self- 
scanned sensor can be important in certain applications. A 
natural expected reduction of cost and power consumption 
should introduce many new applications which have not been 


possible for camera tubes. 


B. SUMMARY OF OPERATION 

In the vidicon television camera, light from the scene 
is imaged onto a photoconductive layer which is scanned with 
an electron beam. The continuous photoconductive target 
(which functions as if it were a discrete array of P.C. ele- 
ments) is contacted in sequence by the electron beam. In our 
solid state sensor the beam is replaced by a set of sequen- 
tially operated switches permanently connected to each photo- 
sensor element. The switches are transistors located at the 


picture elements, and are normally turned off, being activated 





in sequence by means of pulses supplied by the scanning cir- 
cuit. The device uses the charge storage mode; to permit in- 
tegration of light for the entire period between scans an 
associated capacitor is used. It is clear that the charge 
storage mode is only possible if the RC time constant of the 
capacitor in series with its switch exceeds the integration 
time. The dark resistance of the photosensor and the off- 
resistance of the switch must therefore be very high. Figure 


2 shows a simplified circuit of the device: 


CLOCK 
START 


DIGITAL SHIFT REGISTER 


VIDEO 





Figure 2 


when light falls on the photoconductor, the capacitor is 
gradually discharged and point P rises in potential. The 
charge pulse which flows in the external circuit (video) 
during the sampling period is equal to the total charge which 
had leaked off the capacitor during the light integration 
period. 

The effective signal current gain introduced by storage 


is given by: 





where Tt. is the integration period and T, the sampling 
period. The photodiode is held in reverse bias at all times 
and the depletion-layer capacitance provides the storage. 
The digital shift register in Figure 2 provides the se- 
quence to operate the switches. The scanning pulse quickly 


reduces the potential at point P to ground, charging the 


capacitor. 


l0 





Peet eG eS tUDY OF THE DEVICE 


A. THE CHARGE STORAGE MODE 
l. Array in the dark 
We start by a study in the dark; that is, considering 
the array not illuminated. If the diode is charged and there 
is not illumination incident on the diode, the only current 
available to discharge the space-charge capacitance is the 
generation-recombination current in the space-charge region, 


given by: 
I Z m (1) 


with: A--Junction Area 
q--Electronic Charge 
W--Space-charge Width 
n,--Intrinsic Concentration 


to` -Effective Life-time 


that yields: 
Ws 
FE AE (2) 
gr ZE q a 
O 
wich: a--Net Doping Gradient at the juntion 


€--Permittivity for silicon 


The junction capacitance is a function of the applied voltage 


and is given by: 


Ja 








Zn 1/3 
ctv) = 4 (42€) y (3) 


Ian Open- -circuit junction, the generation-recombination cur- 
rent must equal the capacitive displacement current. The re- 


sulting current balance expression is: 


cm EE - 1, (4) 


Substituting the earlier relations into the above we have: 


-2/3 ons 273 


mitt) e pus ij (5) 
O e a 


Integrating and employing the boundary conditions that, at 


T= 0 the voltage across the junction is Vo yields the ex- 


pression for junction voltage as a function of time. 
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This dark response imposes three limitations on the operating 
characteristics of the array: 1) Finite storage time; 2) Fixed 
pattern noise; 3) A temporal noise. 

The length of time required for the dark current to 
discharge the space-charge capacitance can be calculated from 


(6) and is: 


(7) 
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The dark leakage current varies from element to element but 
is typically less than 1 pA at room temperature. For our 
device A = 3 sec. Then the dark current would contribute 
an output charge of .03 pCoul. with a scanning time to = 30 ms. 

Since the Saturation charge is 3 pCoul., dark current 
will contribute about 1% of the saturated output signal for 
to =meoo ms ; 0.1% for to = 3 ms and so on. The dark current 
is not completely uniform throughout the device. This effect 
imposes a fixed pattern noise on the signal, limiting the mini- 
mum signal that can be detected. 

CA uminating the array 

In this section we will consider the array illuminated; 

then the photocurrent adds to the diode dark current, causing 


a more rapid discharge of the junction capacitance. The cur- 


rent is given by: 


I -I .E (8) 


waith: I -The Photosensitivity 
E --The Irradiance 
Following similar steps, as in the section before, the result 


is: 


Ww] 


0 (x. Xl/3 372 
vit) = (ve/F - $ f EA | > t) (9) 


O 2 
qae 


3. The Sampling Time 


In the previous sections, relations for the dark and 


video signal were found. Considering Figure 2, transistors Tl 
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T2, T3 are simply the switches, that operate periodically. 
When they are closed, the junction capacitance is charged. 
As we are going to see later, a clock pulse turns ON and OFF 


Foezsswitches Tl, T2,..... 


The quantity of charge that flows through the output 
em Cuit during t. is proportional to the incident photon 
flux integrated over the scan time t. . With the output of the 
diode sampled periodically, a quantity of charge Qc is given 


Dy: 
OG. = Tre (10) 


Since the diode is operating in the charge storage mode, the 
charge om Haee Ows through the output circuit during the 
sample time Es is the sum of the charge generated during the 
scan time plus the charge De generated during the sample 


“me, that is: 


OE = tr) E ES Es I (11) 


with tt the integration time. Our device has a fixed sam- 
ple time of 500 ns corresponding to the width of the clock 
pulse. During the sample time it is desirable to recharge 
the diode as completely as possible. The relation giving the 


sample time, in terms of the final voltage as a function of 


the operating parameters, is: 


l4 
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Figure 3 represents a plot of the relation above. It shows 
the dependence of the ratio of the final voltage on the junc- 
tion to the supply voltage, as a function of the sample time 
t. ㆍ A trade-off exists in the choice of the sampling time: 
a small sampling time allows a greater gain, but also a small 
sampling time may not allow the necessary charge of the diode. 
The value of 500 ns in our device is a very good one. The 
ratio of v/v. = 1. The manufacturer's sheet also recommends 
a minimum value of 20 ns if an external clock is desired. This 
is a reasonable value, but nevertheless a little low, since 
Nery = .962 . By our results any value of t. lower 
than 100 ns should not be used. 
4. The Scanning Time 

We have seen that some limitations exist with respect 

to the sample time. Now we are going to see what limitations 


we have with respect to the scan time. Neglecting the product 


m e is found that: 
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E E) 


2 
— S ey 7 E DA = Qu 
MI > Vo Oo 
Om is the maximum signal charge which may be read for a 
given value of V : 
Om is the signal charge when V, = us 


As we have seen in the previous section, the sample time is of 


sufficient duration to fully recharge the junction capacitance, 
Q 

and then — is one. 
MI 


Then we can find an expression for the maximum scan time: 
o/Max MI\I E tI 
O gr 


Defining, for practical purposes, a minimum illumination level 


as one where I = 10 I (V. , then: 
p se 
100 1 2 
E Min ~ = Yo ul 


Considering the generation-recombination current independent 


of voltage and evaluated at the maximum voltage a , then: 


O 
E a a al 
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Relations (13) and (15) define the conditions for the storage 


mode operation at low light levels. 


Limitations at high illumination levels also require 


investigation. The following relation can be derived: 


17 





Q da NEC 
OH [A ) (16) 


The effect of the current generated during the sample time is 
to reduce the initial charge on the junction capacitance and 
cause an uncertainty in the output signal. 


Assuming a Rr En 


.01 V 
O 


E =- — (17) 
/Max I Rr 


From relation 13 the scan time required to fully discharge 


the diode, assuming Iar small compared with the, generated, 


- 


photocurrent is: 


Q E 
> w23 X 10 
Euren, E 5°© E" 
=> 
with QMT the saturation charge = 3.2 X 10 Soul. 
=6 2 
I, = 2.5 X 10 A/W/cm (18) 


The value of the minimum detectable illumination, considering 


the worst case, D: =1X oz A , is given by equation (14) 


_ -5 2 
E /Min = 2 X 10 W/cm 


At this illumination level the maximum scanning time is: 


-6 
Zr e m 


t 
o/Max ZEE EIOS 
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The limitation at high illumination level is obtained from 


(17): 


- 2 
E Max = 4 W/cm 


Since the maximum scan time becomes very short a duty factor 


ETE.) must be considered: 


-7 
2372 Z 10 _ 
> AES = „22 us 


E = 
o/Max a 


500 x 10”? 


We must note that these are theoretical values and that in 
practice there is a sensible difference. Experimental values 


were obtained and will be presented in a later section. 


Bee DETAILED OPERATION 

Figure 4 represents the device in a more complete way. 
We can see that is composed of two distinct parts: 

1. - Dummy and photodiodes 

2. ~ Shift register scanning circuit 


These will be discussed in the next sections. 
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Figure 4 
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l. Dummy and Photodiodes 
In this section the origin of the transients and how 
the use of Dummy diodes increases the performance of the cir- 


cuit will be discussed. Figure 5 represents an elementary cell 


Crock 





Shift register 





Start Some cu 6 


Video recharge 


x 
Dummy recharge a 


5 \/ 


Positive Suppl 


Figure 5 


The noise which is due to capacitive coupling of interro- 
gating pulses to the output of the sensor constitutes a limi- 
tation on the performance of the device. Transistors Tl, T2 
are OFF during the integration period and ON during the short 
clock period, corresponding to the time of discharging and 
charging the capacitor respectively. When a given element is 
interrogated, a pulse is applied to each transistor.  Displace- 
ment currents flow, through the initially reverse-biased junc- 
tion of the photodiode until the voltage across the junction 
is sufficient to forward bias the diode. In addition to this 


transient a displacement current flows through each of the 
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shunt capacitances of the remaining reverse-biased diodes in 
the array, causing a positive voltage spike to appear at the 
Sueout. 

At the termination of the sampling pulse the coupling 
capacitors share their charge with the photodiode and addi- 
tional displacement current flows through the remaining re- 
verse-biased diodes in the array causing a negative voltage 
Spike. 

The same reasoning applies to the remaining elements 
in the array. In summary, switching corresponds to a change 
of state and this corresponds to introducing transients in the 
output signal. We can now see how our device decreases these 
unwanted switching waveforms by using two rows of diodes, of 
which only one is light sensitive. 

When the clock signal arrives, it switches both Tl 
and T2 (Dummy and Photodiodes), and since the circuits are 
identical, the same transient response appears for both cir- 
cuits. From the dummy circuit the only response is a tran- 
sient waveform. From the photocircuit (video line) the re- 
sponse 1S a composite Signal: one component caused by the 
light and another caused by the transient signal. Since the 
two circuits are identical and we know the transient signal 
we subtract the two signals. A schematic diagram of this 


Operation is given in Figure 6. 


Zi 
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Figure 6 


All this seems easy to accomplish but in practice it 
does not function very well, simply because the transient sig- 
nals are not equal. Capacitor noises result from mismatches 
between parasitic gate-source and gate-drain MOS capacitances, 
and then some variation in amplitude of the spikes exists. 

That variation in amplitude throughout the MOS photoarray 

gives rise to a fixed pattern noise in the video pass-band- 

noise that cannot be filtered. Fortunately the variation in 

the amplitude is small compared with the absolute amplitude. 
DEN ce Register Scanning Circuit 

It consists of two, two-phase, dynamic shift registers 
and a drive circuit. It allows sequential interrogation (scan) 
of the array using two video lines. The ODD sixty-four diodes 
are multiplexed to one of the video lines and the EVEN sixty- 


four are multiplexed to the other video line. 
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Let us see how this readout is processed. The MOSFET 
switch, discussed before, is activated and connects the com- 
mon video line to one of the diodes. When switching takes 
place, the charge is suddenly dumped on the common video line, 
which is connected to the input of a preamplifier. The switch- 
ing MOSFETS are sequenced by a pair of digital shift registers. 
At the beginning of the scanning cycle, a digital ONE is intro- 
duced onto the first element of the shift register. Every 
clock pulse makes this digital ONE propagate one element 
further. The presence of the ONE turns on the adjacent MOS- 
FET switch, discharging the diode. The operation of the two- 
phase shift register is presented in the next section. 

3. The Two-phase Dynamic Shift Register 
The two-phase dynamic shift register is constructed 


by cascading two dynamic MOS inverters (Figure 7). 





Figure 7 


The circuit of Figure 7 requires the clock waveform 


for operating. The capacitor C represents the parasitic ca- 
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Meeweance between the gate and substrate of the following 

MOS, fed by U . When 4 = 0 volts, the gates of O2, Q3 are 
at 0 volts and both these enhancement MOS are OFF. The supply 
voltage is disconnected from the circuit and delivers essen- 
tially no power. When the clock is at -10 volts, O2, Q3 are 

ON and inversion of Ui takes place. Cascading two circuits 
as shown in Figure 7, the information stored in capacitance 

C is transferred to the following inverter by applying a second 
clock pulse out of phase with the first waveform. Figure 8 


represents the two-phase dynamic shift register for one element. 


out 





Figure 8 


The start pulse is the voltage at the capacitor Cl. 


i-- when ¢ = - 10 volts at t= t1 , ỌOl and 02 form an 
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inverter and 03 conducts. ‘then the complement of the start 
pulse is transferred to C2. 

ii- - When 1$ = 0 volts at t= t5 , 02 and Ọ03 are OFF and 
C2 retains its charge. 
iii- When ¢ = - 10 volts at t= t4 ‚04 and Q5 act as 
an inverter and 06 is closed. Then the voltage stored at 
C2 is again inverted and stored at C3. Then at C3 we 
simply have the start pulse again, but delayed by an amount 
determined by the clock period. This delayed start pulse acts 
in the transistor switches and allows the readout of the sen- 
sor element. It is important to note that the circuit before 
is only for one sensor element. If we cascade two circuits, 
like the one, the start pulse is delayed by two clock periods 
and allows the readout of a second sensor element. It is in- 
teresting to note that since we have 128 elements, we have 
the circuit of Figure 8 repeated 128 times. Since each has 6 
transistors we have a total of 768 transistors in about 3 mm“, 
In our device there are two, two-phase shift registers, each 
one with 64 elements for odd and even sensors. 

The numder 768 above, is important because we can con- 
sider the 768 transistors to be practically in series, affect- 
ing the speed of response of the device. 

4. The Speed of Response 


There are two intrinsic limits on the speed of re- 


sponse: 
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i- A basic limit set by the time for charge transport along 
the channel-TRANSIT TIME LIMITATION. The MOS is normally a 
closed switch, then biased into the saturated region of oper- 


ation. The transit time is given by: 


Tae L 

ey m 

er 2 Un ce Ven) 

Considering typical values for our device, T = 4.4 X qa e 


er 


sec. 

li- A limit imposed by the charging of capacitances that are 
inherent in the device structure. Several capacitances exist, 
but only one is essential for the operation of the transistor. 
This is the capacitance between the gate and the channel, that 
controls the conductance between the drain and the source. 

The others result from the device structure. Reducing their 
size improves the switching speed. The typical time to 
charge S is about 4 X Nome sec. This value is about 10 
times the value found before. Returning to Figure 8 we see 
that Ql and Q2 determines the speed of response of the 
array, since the capacitance Cos must be charged during a 
portion of the cycle. An approximate value of the speed of 


response can then be calculated to be about .5 usec. 
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III. EXPERIMENTAL STUDY 


A. THE START AND CLOCK PULSES 

We know from the study before, that each time the start 
pulse goes high the first element in the array begins to be 
read. We also know that each time the clock pulse goes high 
an element is read. Then, as a result, we have to provide a 


time between two start pulses of: 


Ty 7 128 X Taoek 


The number of elements of the array is 128, (denoted by N), 
and is set by the counters in the circuit. These three count- 
ers allow a combination from 1 to 4095 and the clock frequency 
adjustment allows a frequency range from 80 KHz to 1 MHz. 
Since the time between start pulses is just the integration 
time, we have for this device a range of .13 ms to 51.2 ms for 
the integration time, assuming N > 127 . Then a relation for 


the integration time is: 


Poy = MN AT 


L clock (13) 


with: T; --The integration time 
N --The number of elements set in the counter 


Tolock "The clock period 


We will see later that several factors limit this range to a 


smaller one. 





Figure 9 shows the clock waveform (above) and the start 


| output (below) for an integration time of Tr, = 9 Dc 


2 











Figure 9 


Mate TART AND VIDEO PULSES 
From relation (19) we can see that for most of the inte- 
gration times there are several ways to get the same integra- 


tion time. For example, supposing that an integration time 


Tr. = 1 ms was desired we can have two situations: 
m 
Tr, = ] ms This can be achieved with N = 127 
_ -6 
and Lol ock = 7.812 X 10 sec. 
ii - 
Tr. = ] ms That can also be achieved with N = 700 
and T SEND C: ㅋㅋ 
clock 


Clearly an infinite number of possibilities exist to achieve 
the same integration time. However from our earlier study we 


know that this doesn't make any difference in the performance 
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of the array, since the sample time and also the scanning time 
are the same. The two examples before can be used to get some 
indepth information about the array operation. 

For the first process the situation is described in 


Figure 10 below: 


Figure 10 


We set N = 127 meaning that 123 elements are going to be 
read. Then after reading the 128 elements a new start pulse 
appears, and the first element is read again. The video out- 
put is shown in Figures 11 and 12 for two different settings 
of the array. It must have 129 peaks. At Figure 12 we see 
the same output, with a first reading, followed by a complete 
second reading and a beginning of a third reading. The wave- 
form in the top of this figure is the start pulse. We see 
that, after the last element of the first reading is read, the 
start pulse appears and a new reading begins. 

For the second process we set N = 700 meaning that the 
counter is going to count until 700. But since our array only 
has 128 elements a time must appear without any output. There 


are 700-128 = 572 elements that don't exist and cannot give 
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Figure 11 





Figure 12 
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any output. This can be seen in Figures 13 and 14. These 
correspond to Figures 11 and 12 in the process before. The 
reasoning then presented applies in the same way to this 
second case. 

At Figure 14 we see six readings of the array with the 
corresponding gaps at the output. An advantage of these gaps 
is that we can use them, simply adding more sensor chips in 
series, using the same electrical circuit. Also from the 
figures before, we see we have, for both processes, the same 


output voltage as was expected. 


C. COMPARISON OF THEORETICAL AND EXPERIMENTAL VALUES 
Some theoretical values from previous sections, are use- 
ful to remember now: 


210 Wen: for 


ar = 64 ms 


= E Min Ty, /Max 


" 2 a 
11-- E /Max = 4 W/cm For Tr /Max = „22 us 


We noted then, that these were theoretical values and that in 


practice there were some differences, that we can see now. 


Corresponding to Tr, = 64 ms our device can give us a maximum 
Tr, = 51.2 ms 

Corresponding to Ti = „22 us our device only gives us a 

Tr, = .13ms (a big difference). Then using these two new 


values for Tr we can recalculate, using the same relations 


as before and analogous steps, new values for and 


E /min 


E Max i 
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Figure 14 
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51.2 ms we have O W/cm^ 


L E min u 


"nj 
0 
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= T -3 2 
L .13 ms we have E Max = 9,85 X 10 W/cm 


ry 

0 

K 

3 
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The Manufacturer's sheet indicates a value for exposure- He - 


Bee - 1.3 x 10° 


Joules/cm” : 
It is then interesting to check how our results before agree 
with this value. 


The exposure is defined by: 


He = EXT, 


Hor Tr = MISAS” and E= 9,85 X Do Wem we get for He 


He = 1.28 X 10° nee 


in a complete agreement with the manufacturer's value. 


Bor Tr. = 51.2 ms and E = 2.5 X los W/cm“ we get for He 


He = 1.28 X Wero Tonles/em 


again in agreement with the manufacturer's value of 1.3X mon ° : 


In order to complete this discussion it is only necessary 
to verify if this agreement still exists in the laboratory. 

For this experimental determination of the minimum and 
maximum values of E we set N = 127 and the clock frequency 
to 1 MHz . Then the integration time was Ti = lems . 


Using a P.I.N. photodiode as the calibrated detector, several 


readings were taken. The result is presented in Figure 15. 
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Figure 15 


The line represents the theoretical and manufacturer's value. 
The crosses (+) are the experimental values, and the dashed 
line represents its approximate average. As we can see our 


experiment gives us an approximate value of E= 10.4 X 1073 


W. cm“ . There is then a small difference, perhaps due to non- 
calibration of the test detector. In a similar way the value 
Of ME can be checked. This situation is more difficult 

to evaluate due to the shape of the output signal in the oscil- 
loscope. The experiment referred to in Figure 15 was con- 
ducted in the following way: For each point the source was 
placed in a position so as to have the device saturated. 
Afterward, the illumination was decreased slowly, until the 
output began to became unsaturated. At this point the ir- 
radiance was measured. The process was repeated for each 


reading. 
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tele oer rR STAGE 


A. THE DIFFERENTIAL AMPLIFIER 

Figure 16 presents a diagram of the amplifier stage used 
she circuit. It consists of two parts: 

i--A Difference Amplifier 

ii- A Video Amplifier 

The existence of two signals - video and dummy - was ex- 
plained before, as well as the necessity to subtract the dummy 
signal from the video. This operation is performed by the 
differential amplifier (DIFF. AMPL.). Figure 17 represents 
a linear active device with the two inputs video-Vi- and 


dummy-Du- and one output Signal Vout. In an ideal DIFF-AMPL, 


we have: 
eat = A, (Vi - Du) (20) 
with: Aa - the gain of the differential amplifier 
Vi - The composite video + transients 


Du - The transients 


In practice relation (2) is not applicable since the output 


also depends of the average level (Common-mode signal). Then 
we have: 
v, - Vi - Du and V LE (Vi - Du) 
d c 2 
with: Mt The Difference signal 
V The Common-mode signal 
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Then we have: 


V Zar a pu 


The Diff-Ampl. used in the circuit is supplied with a 
constant current. 01 , 02 provide the common-mode rejection 
and amplify the remaining part of the signal. Q3 has a spe- 
cM function"in the circuit. 

An analysis of the circuit shows that, for Ql and C02 
to operate properly, the emitter resistance has to be very 
large. The use of a simple resistance has limitations be- 
cause of quiescent DC voltages across it. The emitter supply 
Vo = +15 volts must become larger for large values of Ro ' 
in order to maintain the quiescent current at its proper 
value. If the operating currents of the transistors are 
allowed to decrease, this will lead to higher values of Dio 
and lower values of Deo . These decrease the common-mode 
rejection. 03 has just the function of emitter resistance, 
with R6 , R7 and R8 adjusted to suitable values to give 
the necessary quiescent conditions for Ql and 02 . The 
circuit has then a very high effective resistance. Q3 really 
acts as a constant current source with the condition that the 
base current of Q3 is very small. Then, with all the con- 
ditions above, we have the circuit with the common-mode gain 


equal zero (gain of the signals common to the video and dummy). 


These are simply the transients that we want to eliminate. 
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B. PRACTICAL RESULTS AND CONSIDERATIONS 

We already know that the output of the device is not zero 
for illumination. One of the reasons is the dark current. 
However the amplifier also has its role in the process. A 
question arises at this point. Is the amplifier unable to 
completely reject the common signal - transients - or is the 
array the cause of the problem of unequal signals in the dummy 
and video lines? Figure 18 gives the pin configuration for 
our array. In order to answer the question, the video line 
at pin 7 was disconnected, and instead, the dummy line was 
connected. Then it was possible to have at the input of the 
amplifier two absolutely equal signals. 


Then we have: 
v,= 0 and from 21l 
V =A V with V = 2V. 
C C C BB 


The theoretical result of Ves should be zero, since 


비드 

femethe Diff. Ampl. A. is also zero. 
The common-difference gain Ag can also be obtained, by 

using two equal signals with one inverted in respect to the 


other. Since we are more interested in the common-mode, this 


possibility was not evaluated. 
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Some considerations must be made about this circuit. 
i- The use of single transistors is not the best way 
EE Ds kind of circuit. Drift due to variations of hop 
VBE and I cBO with temperature is relevant. The circuit 
only operates correctly if the current Io in Figure 16 is 
independent of temperature. For a typical dependence of 


2.5 nv/9c of V the current I_ is no longer constant. 


BES < 
ii- In addition, the matching of the devices is very 
important in these circuits. A good way is to construct the 
Euer om an IC chip. Our circuit is constructed with 
single elements and with large physical separations between 
them, so it is possible for the temperature to change in in- 
dividual elements. In IC chips, due to the proximity of the 


elements, any parameter changes due to temperature and power- 


Supply variations tend to cancel. 
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V. SOME ASPECTS OF NOISE IN THE DEVICE 


Noise introduced into the video signal by the image sen- 
sors and associated circuitry is probably the greatest factor 
that limits operation at low light levels. 

The three main components for the dark output signal are: 
l) The integrated dark leakage current 
2) The fixed pattern noise, caused by incomplete cancellation 
of clock switching transients capacitively coupled into the 
video line. 


3) Amplifier noise 


A. THE DARK RESPONSE 

The diode leakage current flows even in the dark. This 
aspect has been seen before. It appears as a DC background 
in the display. A plot of noise due to the dark leakage cur- 


rent is given in Figure 19, for a temperature of 25°c. 
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Figure 19 
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Figures 20 and 21 show two aspects of the dark response of 
our array. Each one corresponds to the two processes pre- 
sented in section B of chapter III. We also must note that 
these two figures represent the sum of the three kinds of 
noise presented before. 
l. Effect of the Two Rows of Diodes 

Disconnecting pin 11 from the circuit, Figure 18, it 
was possible to evaluate the device with only the video line, 
for zero illumination. The result was that the noise increased 
by a factor of two compared with Figures 20 and 21. Then we 
must say that this design is really effective in reducing the 
noise in the array. Note that disconnection of pin 11 corres- 
ponds to operation of the array with only one row of diodes. 

2. The Dark Response Components 

We saw above that the switching noise is decreased 
using the differential readout. But we also see from Figure 
22 or 23 that a noise signal with amplitude of about .07 V. 
still exists. Which of the components is predominant is an 
important point. Referring to Figure 19 we can accept a 
value of 2 mV for the dark leakage current noise. The noise 
component due to the amplifier is not also the main component 
of the noise seen in Figures 20 and 21. These figures pre- 
sent a fixed pattern noise in the display; however, the noise 
due to the amplifier is essentially a non-repetitive waveform 
fluctuation. Also typical values of the noise for these am- 


Beiciers ares,)3 of the saturation level, Then about 4 mV 
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Figure 21 
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Finally we have the transient noise caused by the 
switching during the transfer process. From the two values 
above we see that this is really the problem. The switching 
transients govern the noise of the device, with an approxi- 
mate amplitude of 40 mV . It is important to note that this 
is only true for small integration periods, since the dark 
leakage current has a linear dependence on the integration 
time. For larger integration times it becomes the principal 
source of noise. This is perhaps one of the most important 
results of this study since this is the point where some con- 
troversy exists between MOS solid state scanners and C.C.D.'s. 
It is claimed that, due to a different structure, the latter 
do not present this kind of noise. 

To summarize, we have seen that the switching that 
takes place in reading the array gives rise to a noise signal 
that is predominant in most of the useful range of the device. 
Figure 22 summarizes these results. Note that, for an inte- 
gration time of Tt = 30 ms , the dark current noise is appro- 
ximately equal to the switching noise. 

3. Device Uniformity | 

This is also an important parameter because a sensible 
nonuniformity through the array may cause misreadings and 
wrong intepretation of the output video. 

In order to verify the response uniformity the follow- 


ing arrangement was set: A very small focused light spot was 
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Figure 22 


imaged on the first cell of the array, and the output re- 
corded. The spot was then moved slowly along the array with 
the output recorded during this translation. The result is 


given in Figure 23 below. 


percentage 
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Figure 23 
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From this figure we see that the array has a good uniform 
response. However it is interesting to note that the larger 
values of nonuniformity appear at each end of the array. 
Using the several results found earlier, a graph has 
been constructed (Figure 24). This is a useful graph, to be 
consulted when using the device, since it allows for each 
situation to determine the boundaries values governing the 


operation of the array. It also summarizes some of the results 


obtained in earlier sections. 
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MIL SONE APPLICATIONS OF THE DEVICE 


There is a large number of applications for these 
devices. However as suggested by the manufacturer's sheet: 
meee DEVICE IS WELL SUITED FOR 0.C.R. APPLICATIONS. IT MAY 
BE USED FOR NON-CONTACT MEASUREMENT AND INSPECTION DEPENDING 


ONSTAE REQUIRED RESOLUTION", 


A. AS A COMPUTER INTERFACE TO READ HANDWRITING CHARACTERS 
Until recently the use of O.C.R. for inputting hand- 
printed data into computers has been limited to the reading 
of numerical data. With the advances and capability of this 
new sensor, equipment is being designed that is capable of 
reading the handprinted full alpha character set, in addition 
to the numerics. Since this is the form in which many com- 
puter transactions originate, interest in handprinting reading 
has steadily increased over the past few years. As a natural 
progression, interest in reading alphabetic handprinting is 
growing, and development in this area has been aided by the 
work of the American National Standards Institute (ANSI), 
which undertook the task of developing a standard for hand- 
printing, that could be used in general. The result of this 
work is the American National Standard Character Set for hand- 
Painting #@ Figure 25. So big.a set is not required for most 
of the applications, but reflects an attempt to include char- 
acters for a large number of applications. From this set the 


pairs S/8 and Y/V are used in this section. These are 
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some of the called "Troublesome Pairs". In a complete study 
of handwriting capability many aspects should be taken into 
consideration. Several techniques are being developed to 
overcome problems of handwriting, such as new edge detection 


techniques. 
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Figure 25 


However for our purposes of evaluation of the array such in- 
depth is not necessary. An analysis based on the device re- 
solution is presented. Using the set of Figure 25, a typical 
page can contain about 34 characters, that gives an approxi- 
mate ratio of 4 photodiodes per letter. Figure 26 represents 

a schematic diagram of the set-up used in this experiment. 

The lenses used were from a 110 mm pocket camera. The vertical 
scanning provided by the rotating drum was set at the standard 
facsimile rate of 96 lines per inch. For our set of characters 
this corresponds to 20 lines per element. The image quality 


obtained with the system described above was very poor and no 
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conclusions were possible. In order to obtain some results a 
second experiment was done. The paper with the characters 
was mounted in a mobile holder, allowing to scan each letter 
with five lines. 

For each line the output was recorded. Since the output de- 
pends on the position of the character in front of the array 


the process was repeated several times. 
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Figure 26 


Figure 27 represents a summary of the results for the pair 
Y/V . The columns represent the average output of each photo- 
diode, the rows the five scanning lines. The l and 0 repre- 
sent the existence, non-existence of the output pulse, res- 
pectively. The ? represent an indetermined output, that is 


a value for which 1 and 0 has been obtained. 
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Figure 27 


An analysis of Figure 27 shows that: 

l- The first row corresponding to the first scanned line 
is equal for both cases, as was expected. 

2- For the second row and indetermined situation was 
pEened, that is sometimes the output l was obtained for 
the first diode and sometimes for the second. This repre- 
sents a problem, since the identification of the letter er 
become impossible, or misinterpretable. This analysis applies 
also to the remaining lines 3, 4 and 5. 

AS a result we can conclude that the array due to the 
small number of elements has a severe limitation for this 
application. This limitation is simply due to the resolution 
obtainable with the device. The experiment was repeated using 
the same process, but for a ratio of 8 photodiodes per charac- 


ter. The results are summarized in Figure 28. 
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Figure 28 


As can be compared with Figure 27, Figure 28 shows a sensible 
improvement. As a summary the array performs well for these 
kinds of application, depending on the degree of resolution 
required. 

The other conflict-pair tested was 3S/8 . The results 
are essentially the same. 
BESZEBADING THE U.P.cC. 

Most of the items in the supermarket now, have a series 
of uneven width bars showing clearly on the outside of the 


package or can, Figure 29. 





This is called the UNIVERSAL PRODUCT CODE (U.P.C.), and 


was designed to be read by a scanner, that transmits the in- 
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formation contained in the code to a computer. In the tra- 
ditional system the operator moves the item across a window. 
The prices are supplied by the computer, so there is no 
chance of being wrongly charged by the operator. The inven- 
tory is permanently updated. Many other advantages as well 
as disadvantages exist. In this section we are going to 
apply our device to this system, with the clear advantage 
that the item doesn't need to be scanned mechanically, as it 
does in the traditional system. 

The U.P.C. code has about 3.2 cm width. The thinnest 
black bar (or separation), is about .3 mm. Then the number 


of photodiodes per thin bar is: 


108 ee 
~ i 


We are practically in the limit of application of the array. 
Figure 30 represents the output obtained. It is a computer 
drawn picture of the oscilloscope display. The reason for 
this kind of presentation is that a clearer idea of the 
results is obtained, as well as an easy comparison with the 
input. It shows that very little coincidence exists with 
the input. For example, the two first thin bars are not 
detected, and the first large bar seems in the output to be 


larger than it really is. 
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Figure 30 


EE S A SENSOR FOR A TELEVISION CAMERA TUBE 

Considering the small number of elements available in the 
array, great results cannot be expected from the device. This 
experiment was set up in order to have an approximate standard 
television picture. A rotating mirror (galvani type), pro- 
vided the mechanical scanning in one direction. Since, with 
the settings of the oscilloscope we can easily improve or not 
the image quality being received. The control of grid illu- 
mination was completely off, and the grid removed. The follow- 
ing sequence of pictures shows that very good results were 
obtained, if we take in consideration the limitations present 
above. 

Figure 31 represents the results obtained by imaging a 
resolution chart with the system. The vertical and horizontal 


bars in the chart are not resolved by the device. This fact 
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was expected since we have for the entire system an approxi- 
mate ratio of .47 photodiodes per mm. The largest separation 
between bars is about 2 mm resulting in a value of .9 photodiode 
per bar. It is impossible then to image correctly this portion 
of the chart. In the circular portion some points must be 
considered: In the left region of the picture we see that 
the radial sectors are well resolved, up to a point at which 
the resolution of the array, does not allow a correct read- 
ing anymore. At this point the reasoning presented above 
applies equally well. At the central portion of the picture 
we see that the resolution, is not so good. This has nothing 
to do with the array and must certainly be caused by reflec- 
tions, causing the diodes to discharge. 

Some difficulties were encountered during the performing 


of the experiment. For example the illumination of the target 





Figure.31 
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was rather Critical. At Figure 31 a clearer region is per- 
fectly visible. This corresponds to a saturation situation. 

By manually scanning it was verified that several photodiodes 
were well above the saturation limit. However this was neces- 
Sary to get a reasonable picture. Clearly by this presents a 
severe limitation in the system, because there is no real out- 
put from that portion of the target. The same problem can also 
be verified in Figure 32. This represents the image of a page 
of a magazine. The considerations presented earlier apply also 


0601 figure. 
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VII. CONCLUSION 


The system described in this report is suitable for O.C.R. 
and facsimile display that require a small number of elements. 
It is also useful for small-area imaging applications where 
resolution need not be of television quality. In these appli- 
cations, the MOS diode array is an excellent replacement for 
low-resolution image tubes because of its capability of ope- 
rating at low light levels with self-contained power supply, 
and drive circuitry. The devices may be easily cascaded to 
provide higher resolution because the end-of-scan output is 
properly timed to be used as the start pulse for the next 
array. 

The system allows a maximum sample rate of 1 Mhz.  Maxi- 
mum and minimum values of irradiance are 9.85 X 10^? and 
DES X MS ^ respectively. Switching noise, that takes 
place in reading the array, constitutes the main limitation 
in the useful range of the device. 

A common limitation in the applications presented in this 
report was the low resolution of the system. If an array with 
a larger number of elements were used, a sensible improvement 


could be expected. 
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